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Background: We have developed new universal strain software (USS) that can be used to perform
speckle tracking of any Digital Imaging and Communications in Medicine (DICOM) image, regardless
of the ultrasound system used to obtain it. Methods: Fifty patients prospectively underwent echocardi-
ography immediately prior to cardiac catheterization. Biplane peak global longitudinal strain (GLS),
peak systolic longitudinal strain rate (SSR), peak early diastolic longitudinal strain rate (DSR), and peak
early diastolic circumferential strain rate (DCSR) were determined using conventional strain software
(CSS) that uses raw data, and using the new USS applied to DICOM images. Results: Universal strain
software correlated with CSS for GLS (r = 0.78, P < 0.001), SSR (r = 0.78, P < 0.001), DSR (r = 0.54,
P < 0.001), and DCSR (r = 0.43, P = 0.019). GLS and SSR using USS correlated with left ventricular
ejection fraction (LVEF) (r = 0.67 and 0.71, respectively) as well as using CSS (r = 0.66 and
0.71). Patients with diastolic dysfunction had signiﬁcantly lower DSR (0.61 vs. 0.87/sec, P = 0.02)
and DCSR (0.89 vs. 1.23/sec, P = 0.03), and less negative GLS (10.8 vs. 16.1%, P = 0.002) using
USS in all patients, as well as among those with LVEF ≥ 50%. Receiver-operating characteristic (ROC)
analysis for detection of diastolic dysfunction revealed a sensitivity and speciﬁcity of 82% and 83% for
DCSR < 1.09/sec (area under the curve [AUC = 0.80]) and 85% and 83% for GLS > 13.7%
(AUC = 0.84) using USS. Conclusion: Universal strain software can be used to accurately assess LV
systolic and diastolic function using speckle tracking echocardiography. (Echocardiography
2014;31:947–955)
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Strain and strain rate imaging using speckle
tracking echocardiography are newer imaging
modalities which allow detailed analysis of car-
diac mechanics.1,2 These techniques allow for
more sensitive and earlier detection of cardiac
disease in a variety of clinical conditions.3–10
Because they use speckle tracking rather than
Doppler methodology, they are not limited by
angle dependence as tissue Doppler methods
are, and can be measured in any direction within
the two-dimensional (2D) imaging plane.11
Current conventional techniques for speckle
tracking have signiﬁcant limitations that have
impeded their widespread adaptation. Currently,
several ultrasound system vendors have devel-
oped their own speckle tracking software tech-
niques to measure strain and strain rate. In the
majority of cases, however, the software can only
be used with images obtained from their own
hardware platform. Furthermore, strain and strain
rate values obtained from one hardware/software
platform are often different from those obtained
on the same patient using a different hardware/
software system.12–15 A third limitation is that
images that have not been saved in the raw data
format (which is often the case for images
archived to a Picture Archiving and Communica-
tion System (PACS) in Digital Imaging and Com-
munications in Medicine [DICOM] format)
cannot then be analyzed using most conventional
speckle tracking software packages, which pre-
cludes serial comparisons retrospectively.
To address these limitations, we have devel-
oped a new universal strain software (USS) system
which can be used to perform speckle tracking of
any digital echocardiographic imaging clip that
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has been saved in the standard DICOM format,
regardless of the ultrasound system from which it
has been obtained. This new software uses a pro-
prietary method to convert the DICOM B-mode
data back to a radiofrequency-like signal, which
has signiﬁcant advantages in improving the accu-
racy of tracking the speckles. In addition, this
new software uses the normalized cross-correla-
tion method of tracking, in contrast to the more
common, and less computationally intensive
sum-of-absolute difference method or other “fea-
ture tracking” algorithms that are commonly
used in current commercial systems. This normal-
ized cross-correlation method performs better in
the presence of noise and is not as affected by
signal magnitude.16 Its limitation has been
greater computational demand compared to
other methods, but with newer faster computer
processors, it is now feasible to perform this tech-
nique in real time.
In this study, we sought to test this new USS
and to determine if it can be used to accurately
assess left ventricular systolic and diastolic func-
tion. We tested it in patients enrolled in the
RF-SPEED (Radiofrequency-based Speckle Track-
ing Echocardiography to Evaluate Diastolic Func-
tion) study, which was a single center study
designed to evaluate speckle tracking echocar-
diographic techniques for the assessment of
diastolic function.
Methods:
Fifty patients scheduled to undergo a left heart
catheterization and coronary arteriography were
prospectively enrolled in the RF-SPEED study.
Patients were enrolled on the day of their cathe-
terization procedure while waiting in the prepro-
cedure prep area or on the inpatient ward, and
each subject provided informed consent prior to
participation in the study. Patients were excluded
if they had any of the following: suspected acute
ST elevation myocardial infarction, acute coro-
nary syndrome with active ongoing chest pain,
known or suspected acute aortic dissection,
known or suspected cardiac tamponade, known
history of unoperated constrictive pericarditis,
known or suspected severe aortic stenosis or
severe mitral regurgitation, any history of valve
surgery, heart rhythm other than sinus rhythm
on precath EKG, age less than eighteen years old,
or unable to provide informed consent. The pro-
tocol was approved by the Institutional Review
Board of the University of Michigan.
As part of the study, each subject underwent
an echocardiogram using a latest generation
commercially available echocardiography system
(Vivid E9; GE Healthcare, Waukesha, WI, USA). A
2D apical four-chamber view was obtained,
followed by pulse-wave Doppler of the mitral
inﬂow with the sample volume placed at the level
of the tips of the mitral valve leaﬂets in diastole.
Subsequently, pulse-wave tissue Doppler was
performed of the septal annulus and lateral annu-
lus. This was followed by 2D imaging of the api-
cal two-chamber and long-axis views, and then
parasternal long and short-axis views were
obtained. The following ultrasound system acqui-
sition settings were kept standard for all ﬁfty sub-
jects: the “UD clarity” was set to zero, to
maintain speckle and avoid any electronic
speckle reduction; the reject level was set to zero;
the compress level was set to the minimum at 5;
and the HD setting was turned off. The frame
rate (average  standard deviation [SD]) was
72  6 frames per second.
Raw data echocardiography ﬁles were trans-
ferred to an ofﬂine analysis system for strain and
strain rate analysis using commercially available
conventional strain software (CSS) that can be
used to analyze data from the echocardiography
system used for acquisition (2D Strain, EchoPAC
PC Workstation; GE Healthcare). DICOM ﬁles of
the same images were also transferred to a sepa-
rate computer using minimal lossy compression
(95%) for analysis with the new USS (EchoInsight;
Epsilon Imaging Inc., Ann Arbor, MI, USA). The
USS settings were set to track and measure across
the entire myocardium and to provide averaged
mid-myocardial strain and strain rate values.
Strain and strain rate analysis was performed
using both sets of software. The following param-
eters were obtained in both the apical four-cham-
ber and apical two-chamber views: peak global
longitudinal strain (GLS), peak systolic global lon-
gitudinal strain rate (SSR), and peak early diastolic
global longitudinal strain rate (DSR). The values
from the four-chamber and two-chamber views
were averaged together to give a biplane global
value, and these averages were used in subse-
quent analyses. In addition, peak early diastolic
circumferential strain rate (DCSR) was obtained
from the parasternal short-axis view.
Standard echo measurements were also per-
formed on the echocardiographic images,
including mitral inﬂow peak E- and A-wave veloc-
ities and tissue Doppler measurements of early
diastolic mitral annular velocities. Left ventricular
ejection fraction (LVEF) was determined visually
by an expert echocardiographer blinded to all
other data using all views available. In addition,
ejection fraction (EF) was also measured using
the Simpson’s method to determine the left ven-
tricular end-diastolic and end-systolic volumes
from the apical four-chamber view.
Subjects underwent left heart catheterization
and coronary arteriography immediately after
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echocardiography. Left ventricular pressure
tracings were recorded during the heart cathe-
terization using standard ﬂuid-ﬁlled angio-
graphic catheters connected to a pressure
transducer. All tracings were reviewed off line
by a single interventional cardiologist blinded
to the echocardiography results, and the left
ventricular end-diastolic pressure (LVEDP) was
recorded.
Diastolic function was characterized based on
the E/A ratio from the mitral inﬂow pattern
obtained using pulse-wave Doppler, together
with the invasively derived LVEDP to distinguish a
pseudonormal from a normal pattern. Normal
diastolic function was deﬁned as an E/A ≥ 1.0
and ≤2.0, with an LVEDP ≤ 15 mmHg. Grade 1
diastolic dysfunction was deﬁned as E/A < 1.0;
Grade 2 diastolic dysfunction as an E/A ≥ 1.0 and
≤2.0, with an LVEDP > 15 mmHg; and Grade 3
diastolic dysfunction as an E/A > 2.0.
Continuous data are expressed as mean
 SD, and categorical variables are presented as
numbers or percentages. Pearson correlation and
Bland–Altman analysis17 was used to compare
the 2 methods (USS and CSS) of strain and strain
rate imaging. In addition, Pearson correlation
analysis was used to determine the correlation
between GLS and EF, and between SSR and EF
using each method. t-testing was used to com-
pare GLS in patients with and without diastolic
dysfunction, as well as to compare DSR and
DCSR in patients with and without diastolic dys-
function using each method. Receiver-operating
characteristic (ROC) curves were developed for
detection of diastolic function using parameters
obtained from each method, and the results were
expressed as the area under the curve (AUC).
Intra- and inter-observer reproducibility was
assessed in a subset of 9 patients using the coefﬁ-
cient of variation.18 Statistical calculations were
performed using IBM SPSS version 20 (IBM
Corporation, Armonk, NY, USA).
Results:
The clinical characteristics of the patients in the
study are shown in Table I. Forty-ﬁve (90%) of
the 50 patients had adequate images for analysis
using the new USS (41 had adequate apical
views, and 29 had adequate short-axis views).
Figure 1 shows an example of the USS used to
analyze the apical four-chamber view of a patient
in the study. Forty-eight patients had invasive
measurement of their LVEDP. Nine patients had
normal diastolic function, 28 had Grade 1 dia-
stolic dysfunction, 11 had Grade 2 diastolic
dysfunction, and 1 had Grade 3 diastolic dys-
function, with 1 patient having indeterminate
diastolic function. The mean EF was 50  17%,
and 31 (62%) had an EF ≥ 50%.
Figures 2 and 3 show the correlations and
Bland–Altman comparisons between USS
and CSS for measurement of GLS, SSR, DSR, and
DCSR. There was a fairly tight correlation
between USS and CSS for GLS (r = 0.78,
P < 0.001) and SSR (r = 0.78, P < 0.001), with a
bit weaker correlations for DSR (r = 0.54,
P < 0.001) and DCSR (r = 0.43, P = 0.019).
Global longitudinal strain using USS corre-
lated well with LVEF (r = 0.67, P < 0.001), as
did SSR using USS (r = 0.71, P < 0.001). GLS
and SSR using CSS also correlated with LVEF
(r = 0.54 and 0.62, respectively, when all
patients who underwent analysis by CSS were
included (n = 50), and r = 0.66 and 0.71,
respectively, when limited to the 41 patients ana-
lyzed using the USS, P < 0.001 for all 4 correla-
tions). Alternatively, if Simpson’s method or the
clinical catheterization report were used for
determination of LVEF, the results were similar
(r = 0.59 by Simpson’s method and 0.51 by
catheterization for GLS using USS, r = 0.59 by
Simpson’s method and 0.48 by catheterization
for GLS using CSS).
Figure 4 shows the deformation parameters
of patients with and without diastolic dysfunction
obtained using USS. Patients with diastolic dys-
function had signiﬁcantly lower DSR
(0.61  0.21 vs. 0.87  0.40/sec, P = 0.018)
and DCSR (0.89  0.28 vs. 1.23  0.42/sec,
P = 0.026), and less negative GLS (10.8  3.5
vs. 16.1  4.7%, P = 0.002) using USS when
all patients were included in the analysis (left
panel). Furthermore, among patients with
LVEF ≥ 50% (right panel), those with diastolic
dysfunction had signiﬁcantly lower DSR
(0.68  0.22 vs. 0.95  0.38/sec, P = 0.039)
and DCSR (0.90  0.27 vs. 1.40  0.23/sec,
P = 0.004), and less negative GLS (12.4  2.6
vs. 17.6  3.4%, P = 0.001) using USS.
Figure 5 demonstrates the ROC curve analysis
for detection of diastolic dysfunction. For detec-
tion of diastolic dysfunction using USS, the opti-
mal DCSR threshold (for combined sensitivity
and speciﬁcity) of <1.09/sec produced a sensitiv-
ity of 82% and a speciﬁcity of 83% (AUC = 0.80,
P = 0.025). Likewise, a GLS of >13.7%
TABLE I
Clinical Characteristics of Patients in the Study
Age 50  10 Years
Female 52%
History of hypertension 60%
History of diabetes 24%
History of congestive heart failure 16%
History of coronary artery disease 40%
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obtained using USS had a sensitivity of 85% and
a speciﬁcity of 83% for the detection of diastolic
dysfunction (AUC = 0.84, P = 0.009). DSR was
less effective at discriminating between normal
and abnormal diastolic function (AUC = 0.74,
P = 0.069).
Figure 2. Comparison of universal strain software (USS) and conventional strain software (CSS) for determination of strain and
systolic strain rate. Correlation graphs (left panels) and Bland–Altman graphs (right panels) are shown comparing USS and CSS for
the parameters global longitudinal strain (GLS) and SSR. The r values displayed represent the Pearson correlation. The solid hori-
zontal lines in the Bland–Altman charts represent the line of bias, and the dotted lines represent the 95% limits of agreement.
Figure 1. Strain and strain rate analysis using the universal strain software (USS). The ﬁgure shows an example of an image ana-
lyzed using the new USS. The global longitudinal strain (GLS) curve is displayed on the upper right panel, and the strain rate curve
is displayed in the middle right panel of the image. The lower right panel is the electrocardiogram tracing.
950
Kolias, et al.
The intra-observer and inter-observer repro-
ducibility of the USS is shown in Table II.
Discussion:
This study demonstrates that the newly devel-
oped USS can be used to accurately assess left
ventricular systolic and diastolic function using
speckle tracking echocardiography. This new
technique has several advantages. Like a universal
remote that can be used with multiple different
electronic components from different manufac-
turers, the USS can be applied to any DICOM
echocardiographic image regardless of the ultra-
sound system it was obtained on. In addition, it
can be applied retrospectively to images
obtained previously, which may be important for
comparing serial studies, particularly to evaluate
the effect of drug therapy. Finally, because it can
be applied to images obtained from different
vendors, it has potential to decrease the variabil-
ity in results that can often occur when multiple
different analysis software programs are used; this
effect has recently been seen in another study
using vendor-independent software.19
There were strong correlations seen between
the USS and CSS for the measures of systolic func-
tion (GLS, SSR). There was a slight bias toward
higher values for CSS, the etiology of which is likely
multifactorial. There are several technical differ-
ences between the 2 methods of speckle tracking.
The speckle tracking algorithm used by this partic-
ularly CSS uses the sum-of-absolute differences
method of block matching, whereas the USS uses
the normalized cross-correlation method. The
normalized cross-correlation method is less
affected by noise in the signal, but is more compu-
tationally intensive. Second, the CSS used the raw
data, as opposed to the processed DICOM images
used by the USS, and therefore there may be addi-
tional tracking information utilized by the CSS
compared to the USS. Finally, the USS calculates
the natural strain, as opposed to the Lagrangian
strain calculated by the CSS. A potential advan-
tage of the natural strain parameter is that it is
calculated instantaneously at each time point,
and is not relative to a single measurement at
end-diastole; as such, it is less prone to error if the
end-diastolic measurement is inaccurate.
Figure 3. Comparison of universal strain software (USS) and conventional strain software (CSS) for determination of diastolic
longitudinal and diastolic circumferential strain rate. Correlation graphs (left panels) and Bland–Altman graphs (right panels) are
shown comparing USS and CSS for the parameters DSR and DCSR. The r values displayed represent the Pearson correlation. The
solid horizontal lines in the Bland–Altman charts represent the line of bias, and the dotted lines represent the 95% limits of agree-
ment. Global longitudinal strain (GLS) and SSR (shown in Fig. 2) had stronger correlations and narrower limits of agreement com-
pared to DSR and DCSR. DSR = peak early diastolic longitudinal strain rate; DCSR = peak early diastolic circumferential strain rate.
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The differences seen between the 2 tech-
niques were relatively small, and when each
technique was compared to an external measure-
ment of systolic function (EF), they correlated
equally well. More patients were analyzed with
the CSS (49) than the USS (41), and when all
patients analyzed using the CSS were included,
the correlation between GLS and EF using CSS
was worse than using USS. This was likely
because the additional 8 patients had poorer
images, and were included because the auto-
matic quality indicator of the CSS suggested that
there was adequate tracking. When those 8
patients were excluded, the correlation between
GLS and EF was the same for both CSS and USS;
the same held true for SSR. This highlights the
Figure 4. Comparison of strain and strain rate parameters in patients with and without diastolic dysfunction. DSR, DCSR, and
GLS all were signiﬁcantly reduced in patients with diastolic dysfunction compared to those without diastolic dysfunction, both in
the whole cohort studied (left panels) as well as in patients with LVEF ≥ 50% (right panels). DSR = peak early diastolic longitudinal
strain rate; DCSR = peak early diastolic circumferential strain rate; GLS = global longitudinal strain; LVEF, left ventricular ejection
fraction.
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important role that image quality plays in the
accuracy of speckle tracking.
Of the 2 diastolic strain rate parameters evalu-
ated, the circumferential parameter DCSR was
better at distinguishing between patients with
normal and abnormal diastolic function com-
pared to the longitudinal parameter DSR,
although DSR was obtainable in more patients.
ROC curve analysis demonstrated that DCSR
obtained using USS was at least as good as that
obtained using CSS for detecting diastolic dys-
function. Furthermore, DCSR obtained using USS
was signiﬁcantly decreased in patients with dia-
stolic dysfunction even if they had normal EF; this
suggests that it can play an important role in the
evaluation of patients with heart failure and pre-
served EF, who make up a large percentage of all
heart failure patients.20
An important and signiﬁcant ﬁnding was that
GLS itself was a sensitive parameter that was
able to distinguish patients with diastolic dys-
function. In fact, GLS had a slightly better sensi-
tivity (85%) with equally good speciﬁcity (83%)
for the detection of diastolic dysfunction. The
difference seen in GLS between those with and
without diastolic dysfunction remained even if
the patients with decreased EF were excluded.
This ﬁnding is consistent with prior studies
showing that GLS is decreased in patients with
heart failure with preserved EF.21–23 Further-
more, this ﬁnding has several potential implica-
tions: ﬁrst, it suggests that there may be an
intricate association between systolic and dia-
stolic function. Second, it also raises the possibil-
ity that patients with diastolic dysfunction may
have subclinical systolic dysfunction, even if they
have preserved EF. A third implication deserving
consideration is that the measurement of strain
itself may not be a measure of only systolic func-
tion, but may also incorporate diastolic charac-
teristics of the myocardium. At the very least,
these data suggest that evaluation of GLS
should be considered for the complete
assessment of patients with suspected diastolic
dysfunction.
Finally, the intra-observer and inter-observer
reproducibility of the USS was quite good. GLS
was the most reproducible parameter, but the
systolic and diastolic strain rate parameters also
had reasonably good reproducibility.
Limitations:
This was an initial study evaluating the newly
developed USS, and as such, it has a limited
number of patients. In addition, all the patients
were undergoing clinically indicated heart cathe-
terizations, so there is some selection bias; this
was also likely responsible for the relatively fewer
number of patients with normal versus abnormal
Figure 5. ROC analysis for detection of diastolic dysfunction.
ROC analysis revealed that DCSR (upper panel) and global
longitudinal strain (GLS) (lower panel) obtained using univer-
sal strain software (USS) was at least as good as using CSS for
the detection of diastolic dysfunction. Using USS,
DCSR < 1.09/sec had a sensitivity of 82% and a speciﬁcity
83%, and GLS > 13.7% had a sensitivity of 85% and a spec-
iﬁcity of 83% for detection of diastolic dysfunction. DCSR =
peak early diastolic circumferential strain rate; ROC, receiver-
operating characteristic.
TABLE II
Intra- and Inter-Observer Reproducibility of USS
Intra-observer COV Inter-Observer COV
GLS 7.5% 7.1%
SSR 8.0% 10.5%
DSR 5.2% 12.9%
DCSR 9.4% 12.0%
GLS = peak global longitudinal strain; SSR = peak systolic lon-
gitudinal strain rate; DSR = peak early diastolic longitudinal
strain rate; DCSR = peak early diastolic circumferential strain
rate; COV = coefﬁcient of variation; USS = universal strain soft-
ware.
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diastolic function. Another limitation is that the
echocardiograms were performed right before,
but not during the heart catheterization. The
patients typically receive mild intravenous seda-
tion medicine during the catheterization, which
could mildly impact the measures of left ventricu-
lar ﬁlling pressure. The effect of this was likely
small, however, and if anything, would make the
echocardiographic measurements appear less
accurate than they truly are. In addition, the
comparison of the 2 methods (USS and CSS)
should not be signiﬁcantly affected, as any con-
founding effect would be similar on the results
from either method. Finally, the comparison of
strain to EF is not a pure comparison, as they do
not measure the same thing. For this reason, it is
not surprising that the correlations are not extre-
mely tight between the 2, but as EF is the most
common clinically used measure of systolic func-
tion currently, we believe it is useful to see how
well strain and strain rate by each technique cor-
relates with it, as has been done previously.24
Conclusions:
Newly developed USS can be used to accurately
assess left ventricular systolic and diastolic func-
tion using speckle tracking echocardiography.
This new technique can be applied to DICOM
images obtained from any echocardiographic
image. In addition, GLS obtained using this tech-
nique was a sensitive marker for the detection of
diastolic dysfunction, even in patients with
preserved EF.
Disclosures:
Dr. Kolias has received research funding from
Pixel Velocity Inc./Epsilon Imaging, and Nicole
Kline has received consulting fees from Epsilon
Imaging. Sean Lucas and Dr. Hamilton are
employees of Epsilon Imaging. There are no
other relationships to disclose.
References
1. Kaluzynski K, Chen X, Emelianov SY, et al: Strain rate
imaging using two-dimensional speckle tracking. IEEE
Trans Ultrason Ferroelectr Freq Control 2001;48:1111–
1123.
2. Reisner SA, Lysyansky P, Agmon Y, et al: Global longitudi-
nal strain: A novel index of left ventricular systolic func-
tion. J Am Soc Echocardiogr 2004;17:630–633.
3. Butz T, van Buuren F, Mellwig KP, et al: Two-dimensional
strain analysis of the global and regional myocardial func-
tion for the differentiation of pathologic and physiologic
left ventricular hypertrophy: A study in athletes and in
patients with hypertrophic cardiomyopathy. Int J Cardio-
vasc Imaging 2011;27:91–100.
4. Cho GY, Marwick TH, Kim HS, et al: Global 2-dimen-
sional strain as a new prognosticator in patients with
heart failure. J Am Coll Cardiol 2009;54:618–624.
5. de Isla LP, de Agustin A, Rodrigo JL, et al: Chronic mitral
regurgitation: A pilot study to assess preoperative left ven-
tricular contractile function using speckle-tracking echo-
cardiography. J Am Soc Echocardiogr 2009;22:831–838.
6. Gong HP, Tan HW, Fang NN, et al: Impaired left ven-
tricular systolic and diastolic function in patients with
metabolic syndrome as assessed by strain and strain
rate imaging. Diabetes Res Clin Pract 2009;83:300–
307.
7. Narayanan A, Aurigemma GP, Chinali M, et al: Cardiac
mechanics in mild hypertensive heart disease: A speckle-
strain imaging study. Circ Cardiovasc Imaging 2009;
2:382–390.
8. Ng AC, Delgado V, Bertini M, et al: Findings from left
ventricular strain and strain rate imaging in asymptom-
atic patients with type 2 diabetes mellitus. Am J Cardiol
2009;104:1398–1401.
9. Poterucha JT, Kutty S, Lindquist RK, et al: Changes in left
ventricular longitudinal strain with anthracycline chemo-
therapy in adolescents precede subsequent decreased
left ventricular ejection fraction. J Am Soc Echocardiogr
2012;25:733–740.
10. Stanton T, Leano R, Marwick TH: Prediction of all-cause
mortality from global longitudinal speckle strain: Com-
parison with ejection fraction and wall motion scoring.
Circ Cardiovasc Imaging 2009;2:356–364.
11. Langeland S, D’Hooge J, Wouters PF, et al: Experimental
validation of a new ultrasound method for the simulta-
neous assessment of radial and longitudinal myocardial
deformation independent of insonation angle. Circulation
2005;112:2157–2162.
12. Bansal M, Cho GY, Chan J, et al: Feasibility and accuracy
of different techniques of two-dimensional speckle based
strain and validation with harmonic phase magnetic reso-
nance imaging. J Am Soc Echocardiogr 2008;21:1318–
1325.
13. Biaggi P, Carasso S, Garceau P, et al: Comparison of
two different speckle tracking software systems: Does
the method matter? Echocardiography 2011;28:539–
547.
14. Koopman LP, Slorach C, Manlhiot C, et al: Assessment of
myocardial deformation in children using Digital Imaging
and Communications in Medicine (DICOM) data and
vendor independent speckle tracking software. J Am Soc
Echocardiogr 2011;24:37–44.
15. Takigiku K, Takeuchi M, Izumi C, et al: Normal range of
left ventricular 2-dimensional strain: Japanese Ultrasound
Speckle Tracking of the Left Ventricle (JUSTICE) study.
Circ J 2012;76:2623–2632.
16. Hein IA, O’Brien WR: Current time-domain methods for
assessing tissue motion by analysis from reﬂected ultra-
sound echoes-a review. IEEE Trans Ultrason Ferroelectr Freq
Control 1993;40:84–102.
17. Bland JM, Altman DG: Statistical methods for assessing
agreement between two methods of clinical measure-
ment. Lancet 1986;1:307–310.
18. Newman TB, Kohn MA: Evidence-Based Diagnosis. New
York: Cambridge University Press, 2009, pp. 10–38.
19. Risum N, Ali S, Olsen NT, et al: Variability of global left
ventricular deformation analysis using vendor dependent
and independent two-dimensional speckle-tracking soft-
ware in adults. J Am Soc Echocardiogr 2012;25:1195–
1203.
20. Bursi F, Weston SA, Redﬁeld MM, et al: Systolic and dia-
stolic heart failure in the community. JAMA 2006;
296:2209–2216.
21. Liu YW, Tsai WC, Su CT, et al: Evidence of left ventricular
systolic dysfunction detected by automated function
imaging in patients with heart failure and preserved left
ventricular ejection fraction. J Card Fail 2009;15:782–789.
22. Wang J, Khoury DS, Yue Y, et al: Preserved left ventricu-
lar twist and circumferential deformation, but depressed
longitudinal and radial deformation in patients with
954
Kolias, et al.
diastolic heart failure. Eur Heart J 2008;29:
1283–1289.
23. Yip G, Wang M, Zhang Y, et al: Left ventricular long axis
function in diastolic heart failure is reduced in both dias-
tole and systole: Time for a redeﬁnition? Heart 2002;
87:121–125.
24. Delgado V, Mollema SA, Ypenburg C, et al: Relation
between global left ventricular longitudinal strain
assessed with novel automated function imaging and
biplane left ventricular ejection fraction in patients with
coronary artery disease. J Am Soc Echocardiogr 2008;
21:1244–1250.
955
Universal Strain Software and Cardiac Function
